Evaluation of shock wave lithotripsy injury in the pig using a narrow focal zone lithotripter

Bret A. Connors, James A. McAteer, Andrew P. Evan, Philip M. Blomgren, Rajash K. Handa, Cynthia D. Johnson, Sujuan Gao*, Yuri A. Pishchalnikov and James E. Lingeman†

Departments of Anatomy and Cell Biology and *Biostatistics, Indiana University School of Medicine, and †Methodist Hospital Institute for Kidney Stone Disease, Indianapolis, IN, USA
Accepted for publication 11 November 2011

OBJECTIVE

To assess renal injury in a pig model after treatment with a clinical dose of shock waves using a narrow focal zone (≈3 mm) lithotripter (Modulith SLX, Karl Storz Lithotripsy).

MATERIALS AND METHODS

The left kidney of anaesthetized female pigs were treated with 2000 or 4000 shock waves (SWs) at 120 SWs/min, or 2000 SWs at 60 SWs/min using the Storz SLX.

Measurements of renal function (glomerular filtration rate and renal plasma flow) were collected before and 1 h after shock wave lithotripsy (SWL) and the kidneys were harvested for histological analysis and morphometric quantitation of haemorrhage in the renal parenchyma with lesion size expressed as a percentage of functional renal volume (FRV).

A fibre-optic probe hydrophone was used to determine acoustic output and map the focal width of the lithotripter.

Data for the SLX were compared with data from a previously published study in which pigs of the same age (7–8 weeks) were treated (2000 SWs at 120 or 60 SWs/min) using an unmodified Dornier HM3 lithotripter.

RESULTS

Treatment with the SLX produced a highly focused lesion running from cortex to medulla and often spanning the full thickness of the kidney. Unlike the diffuse interstitial haemorrhage observed with the HM3, the SLX lesion bore a blood-filled core of near-complete tissue disruption devoid of histologically recognizable kidney structure.

Despite the intensity of tissue destruction at the core of the lesion, measures of lesion size based on macroscopic determination of haemorrhage in the parenchyma were not significantly different from kidneys treated using the HM3 (2000 SWs, 120 SWs/min: SLX, 1.86 ± 0.52% FRV; HM3, 3.93 ± 1.29% FRV).

Doubling the SW dose of the SLX from 2000 to 4000 SWs did not significantly increase lesion size. In addition, slowing the firing rate of the SLX to 60 SWs/min did not reduce the size of the lesion (2.16 ± 0.96% FRV) compared with treatment at 120 SWs/min, as was the case with the HM3 (0.42 ± 0.23% FRV vs 3.93 ± 1.29% FRV).

Renal function fell significantly below baseline in all treated groups but was similar for both lithotriptors.

CONCLUSIONS

The lesion produced by the SLX (narrow focal width, high acoustic pressure) was a more focused, more intense form of tissue damage than occurs with the HM3.

Slowing the SW rate to 60 SWs/min, a strategy shown to be effective in reducing injury with the HM3, was not protective with the SLX.

These findings suggest that the focal width and acoustic output of a lithotripter affect the renal response to SWL.

KEYWORDS

shock wave lithotripsy, renal injury, narrow focal zone
INTRODUCTION

Renal injury is an unfortunate but expected consequence of shock wave lithotripsy (SWL). All patients experience at least mild haematuria, some develop subcapsular or perinephric haematomas, and in rare cases excessive bleeding can develop, requiring intervention [1–6]. SWL injury has not been well studied in patients but there is a wealth of information describing the renal response to SWs in experimental animals. The most thorough characterization has been conducted in the pig model where the severity of tissue damage and size of the haemorrhagic lesion are dependent on many factors, including treatment settings for power and shock wave (SW) rate, the sequence of SW delivery, the number of SWs and the size of the kidney [7–10]. This work in assessing treatment variables has helped to estimate the potential for injury in the clinical setting and has revealed treatment strategies that significantly reduce tissue damage [8,9,11–13]. Thus, there is a growing understanding of how treatment settings contribute to injury in SWL. However, little has been done in a systematic way to compare the injuries produced by different lithotriptors.

Lithotriptors are not all the same. The SWs of all lithotriptors have similar features, but the acoustic output and dimensions of the focal zone produced by different machines can be very different [14]. Focal width is a critical feature of a lithotriptor and in working terms describes how tightly SW energy is focused in the patient. Focal width is important because it affects the mechanisms at play in stone breakage. Shear stress contributing to stone breakage is enhanced when the focal width is wider than the stone [15,16]. Also, since respiratory motion moves the stone in and out of the focal zone, a lithotriptor with larger focal width has an improved chance of hitting the target [17]. Indeed, patient studies have suggested that focal width can affect outcomes with lower stone-free rates for narrow focal width lithotriptors [18–22]. Focal width has also been implicated in SWL injury, with the suggestion of an increased occurrence of adverse effects with narrow focal width machines [23,24].

The focal widths of current lithotriptors cover a broad range, from ≈2.1 mm (Wolf Piezolith P3000, Richard Wolf Medical Instruments, Vernon Hills, IL, USA) to ≈20 mm (LithoGold LG-380, Tissue Regeneration Technologies, Woodstock, GA, USA). Most machines are reported to have a focal width of about 6–10 mm and it is not uncommon to find considerable variance for the values reported for a given machine. For example, reported values of focal width for the unmodified Dornier HM3 lithotriptor (Dornier Medical Systems, Kennesaw, GA, USA) run from ≈8 to ≈12 mm, the difference being due to how the measurements were conducted [14,25]. Accurate measures require rigorous mapping of the pressure field with a fibre-optic probe hydrophone and this is not an assessment required for the licensing and approval of a new lithotriptor [26].

The Storz Modulith SLX (Karl Storz Lithotripsy, Atlanta, GA, USA) is an electromagnetic lithotriptor that has gained considerable popularity within the urology community. This machine emerged during the wave of technical development spurred by interest in making SWL an anaesthesia-free procedure. Since discomfort during SWL is due largely to cutaneous sensation, the strategy used by many manufacturers was to widen the aperture of the shock source to spread the area of contact between the acoustic pulse and the body. This reduced pain at the skin but also narrowed the focal zone [14]. The SLX has a focal width of only ≈3 mm and produces higher acoustic pressures (P+=≈90 MPa) than broader focal width machines (i.e. LG-380: FW=≈20 mm, P+=≈20 MPa; XiXin CS2012, Xi Xin Medical Instruments Co., Suzhou, PRC: FW=18 mm, P+=≈17 MPa; HM3: FW=≈8 mm, P+=≈40 MPa) [26,27].

As kidney injury has not been adequately assessed for a narrow focal zone lithotriptor, we used the pig model to characterize the renal response to SWs for the SLX. SWs were administered under conditions that simulated clinical SWL at settings for SW number, power level and SW rate that have been reported for treating patients using this lithotriptor [28]. Data for morphology, lesion size and renal function were compared with similar, previously published data for pigs treated using the Dornier HM3 [10]. The study included assessment of the renal response to slow SW rate, a treatment strategy shown to protect against renal trauma in the pig model [9,10].

MATERIALS AND METHODS

The surgical and treatment protocols used in the present study were carried out in accordance with the National Institutes of Health Guide for the Care and Use of Laboratory Animals and were approved by the Institutional Animal Care and Use Committee of the Indiana University School of Medicine. Surgical procedures for the placement of vascular and ureteric catheters have been described previously [7], as have procedures for morphological evaluation [29], quantitation of lesion volume [30] and measures of renal function in SWL [27].

Twenty-one female farm pigs, 7–8 weeks of age (Hardin Farms, Danville, IN, USA) were treated using a Storz Modulith SLX-T lithotriptor at power level 9 (PL-9) and received 2000 SWs at 120 SWs/min (n = 8), 4000 SWs at 120 SWs/min (n = 8) or 2000 SWs at 60 SWs/min (n = 5).

Coupling the animal to the treatment head followed a consistent protocol. The water cushion above the shock source was set at inflation value zero, mineral oil (4 mL) was placed in the centre of the water cushion and the table was lowered to bring the treatment head in contact with the undersurface of the patient water bath. If bubbles formed at this interface, the procedure was repeated until the acoustic window was clear. The skin over the kidney was shaved smooth to minimize accumulation of bubbles at this surface. The animal was placed supine, warm tap water was added to the bath and bubbles were smoothed away by gentle hand massage.

Contrast medium (Renografin 60% or Isovue 300, Bracco Diagnostics, Princeton, NJ, USA) was injected through a ureteric catheter to highlight the renal collecting system, and a lower pole calyx was targeted using biplanar X-ray fluoroscopy. SWs were administered without stopping. Targeting was checked every 500 SWs on-the-fly and, if needed, adjustments in position were made with slight movements of the treatment table.

Kidney function was determined immediately before and at 1 h after SW
Kidneys were perfusion-fixed in situ with 2.5% glutaraldehyde in 0.1 M cacodylate buffer (pH 7.4), quickly removed and submerged in fresh fixative for subsequent histological processing for haematoxylin and eosin-stained paraffin sections. The area of haemorrhagic lesion in systematically selected sections was used to determine lesion size, GFR, and RPF from a previously published study in which pigs of the same age (7–8 weeks) were treated with the Storz SLX.

Body-weight, blood pressure and renal function measures were summarized as means and standard errors of the mean (SEMs). Baseline measures were compared using ANOVA. Changes in blood pressure and renal function measures from baseline were examined using paired $t$-tests within each group. Renal function measures collected at 1 h were normalized to baseline values and compared between groups using ANOVA.

Acoustic characterization of the SLX was conducted in well-degassed water (dissolved gas 10–30% saturation) within a Lexan test chamber (15 in $\times$ 13 in $\times$ 14 in) fitted with a Mylar window. The chamber was supported by a frame spanning the opening in the patient table (water bath removed), such that the treatment head could be coupled with LithoClear gel (Sonotech, Inc., Bellingham, WA, USA) directly to the Mylar acoustic window. Waveforms over a complete range of power settings were collected using a fibre-optic probe hydrophone FOPH-500 (RP Acoustics, Leutenbach, Germany) and stored using a Tektronix (TDS 5034, Tektronic Inc., Beaverton, OR, USA) digital oscilloscope [31]. For mapping the acoustic field at the focal plane of the lithotriptor, the tip of the FOPH was moved in 0.25–1.0 mm steps over a total excursion of 36 mm. For this the lithotriptor was fired at 0.5 Hz, PL-9. Similar measurements were conducted in the open water bath of the Dornier HM3. The IEC standard (−6 dB zone) was used to define the dimensions of the focal zone [32].

### RESULTS

Body-weights and baseline blood pressures were not significantly different between groups (Table 1). Mean blood pressure changes were also similar between the groups over the course of the experiment, except for a slightly greater fall in the group treated at the slow SW rate, as five of eight kidneys showed frank subcapsular haematomas and almost half (nine of 21) had haematomas on both the anterior and posterior surfaces (Fig. 1).

Most kidneys (15/21) treated with the SLX showed haematomas at both surfaces, while three of five kidneys treated at the slow SW rate (2000 SWs, 60 SWs/min) had haematomas.

### TABLE 1 Mean (SEM) body-weight and blood pressure in the five treatment groups. The asterisk (*) indicates that post-SWL blood pressure is significantly different from pre-SWL baseline measurements from the group. Data for the Dornier HM3 were previously published by Connors et al. [10].

<table>
<thead>
<tr>
<th>Variable</th>
<th>SLX 4000 SWs</th>
<th>SLX 2000 SWs</th>
<th>SLX 60 SWs/min</th>
<th>HM3 2000 SWs</th>
</tr>
</thead>
<tbody>
<tr>
<td>Body-weight, kg</td>
<td>14.8 (0.2)</td>
<td>14.3 (0.8)</td>
<td>13.1 (0.3)</td>
<td>14.6 (0.5)</td>
</tr>
<tr>
<td>Blood pressure, mmHg</td>
<td>68.7 (2.0)</td>
<td>64.5 (1.6)</td>
<td>61.3 (1.6)*</td>
<td>69.7 (11.0)</td>
</tr>
<tr>
<td>Baseline</td>
<td>64.9 (3.4)</td>
<td>61.3 (1.6)</td>
<td>64.0 (1.8)</td>
<td>68.2 (1.9)</td>
</tr>
<tr>
<td>+1 h</td>
<td></td>
<td></td>
<td></td>
<td>66.6 (3.0)</td>
</tr>
</tbody>
</table>

FIG. 1. Subcapsular haematomas in kidney treated with the Storz SLX (2000 SW, 120 SWs/min). Photographs show haematomas (arrows) on the anterior (A) and posterior (B) surfaces of kidney, corresponding to entry and exit points on the SW axis. The images show the haematoma pattern found in nine of 21 kidneys treated with the SLX.
on both the anterior and posterior surfaces. For the HM3, all kidneys treated at 120 SWs/min ($n = 7$) and only one of the kidneys treated at 60 SWs/min ($n = 5$) formed haematomas, and all were just on one surface.

The parenchymal lesion with the SLX showed similar morphological characteristics regardless of the dose or SW rate. The lesion typically extended from the cortex to the medulla, and in kidneys with dual haematomas a discrete path of haemorrhage could be followed in serial sections across the full thickness of the kidney (Fig. 2). In this kidney treated with 2000 SWs (120 SWs/min, PL-9), the lesion started in continuity with a subcapsular haematoma at the posterior surface and coursed through the parenchyma to the cortex of the opposite side. Macroscopically the site of injury was highly delineated with a sharp boundary between the lesion and adjacent parenchyma with little diffuse haemorrhage in the surrounding tissue. Even at low magnification the lesion appeared to be focused and intense, with a core that was severely damaged. There was similar lesion morphology in kidneys treated at 60 SWs/min using the SLX (Fig. 3e,f). By contrast, the lesion observed in kidneys treated using the HM3 at 60 SWs/min was not nearly as severe and amounted to scattered spots of haemorrhage in the cortex and medulla (Fig. 3b,c) with few areas of complete disruption of tissue as seen with the SLX.

On histological examination, the SLX lesion showed an abrupt transition between injured tissue and the adjacent, seemingly unaffected, parenchyma (Fig. 4). The core of the lesion was often devoid of recognizable histological structure – that is, renal tubules, renal corpuscles and blood vessels were completely destroyed.

Lesion sizes of the three SLX-treated groups ranged from 1.86% to 2.55% FRV (Fig. 5). Although the tissue damage produced by the SLX was more destructive to histological structures within the core of the lesion than was the case with the HM3, lesion size determined by measuring interstitial haemorrhage within the renal parenchyma was not different for the two lithotriptors (Fig. 5). That is, comparison of lesion size for the two 2000 SWs, 120 SWs/min groups showed no significant difference (SLX, 1.86 ± 0.52% FRV; HM3, 3.93 ± 1.29% FRV).

Doubling the SW dose of the SLX from 2000 to 4000 SWs did not significantly increase lesion size. In addition, slowing the firing rate of the SLX to 60 SWs/min did not reduce the size of the lesion (2.16 ± 0.96% FRV) compared with treatment at 120 SWs/min, as was the case with the HM3 (0.42 ± 0.23% FRV vs 3.93 ± 1.29% FRV) [10]. Baseline renal function was similar for all groups. GFR (Fig. 6) fell significantly at 1 h in kidneys treated at 120 SWs/min and the fall was similar among the groups. $E_{PAH}$ (Fig. 7) fell by 11.4 ± 2.35% in treated kidneys of the HM3 2000 SW group at 1 h post-treatment, but this change was not significantly different from the fall seen in kidneys treated with the SLX. Renal plasma flow (Fig. 8) also fell significantly at 1 h in the shocked kidneys in all three groups treated at 120 SWs/min and the fall was similar in all the groups.

Mapping of the lateral distribution of peak positive pressure for the SLX showed the –6 dB (half-amplitude) width of the focal zone at PL-9 ($P_+ = 90$ MPa) to be ≈2.6 mm (Fig. 9). Peak negative pressure was $P_- = 12$ MPa. Similar measures for the HM3 fired at 18 kV ($P_+ = 32–34$ MPa), also using the FOPH, gave a focal width of ≈8 mm [27]. Thus, for similar measures at similar but not equivalent output, the focal width of the SLX was about one-third that of the HM3. Peak pressures for the HM3 fired at 24 kV were $P_+ = 46$ MPa and $P_- = 8$ MPa.

**FIG. 2.** Path of lesion in pig kidney treated with the Storz SLX (2000 SWs, 120 SWs/min). These macroscopic images are of four sections (nos 6, 26, 79, 101) taken from 157 serial sections spanning the full thickness (anterior to posterior) of the kidney. The lesion can be tracked beginning at the posterior side (no. 6) where the parenchymal lesion (flanked by arrows) is continuous with a subcapsular haematoma (blood washed out during processing). The lesion in sections 79 and 101 includes a region (arrowhead) in which haemorrhage was displaced during processing leaving a plug of embedding wax. This could only occur with complete ablation of tissue. In some cases such a channel could be tracked to the surface of the kidney. The lesion size for this kidney was determined to be 3.15% FRV.
DISCUSSION

Shock wave lithotripsy renal injury in the pig model has been studied in much greater detail for the Dornier HM3 than for any other lithotriptor. The findings have been consistent and repeatable and provide a useful standard in assessing injury caused by other lithotriptors [27,33,34]. With the caveat that morphological features of the HM3 lesion are dependent on numerous factors, including the SW dose (SW number and kV), the size of the kidney, protocol for SW delivery and rate of SW administration, the pattern of tissue damage tends to exhibit a recognizable, predictable set of characteristics. The lesion can extend across the full thickness of the kidney, subcapsular haematomas are common, and, although injury to cortical structures almost always occurs, the renal papilla is the area most readily injured. The HM3 lesion is focal in the sense that the injury follows the path of the focal zone, but at the histological level, it is diffuse. Kidneys treated with a typical dose of SWs (2000 SWs, 24 kV, 120 SWs/min) using the HM3 show areas of parenchymal interstitial haemorrhage in which there might be numerous small foci of ruptured vessels and broken renal tubules, but such areas of damage contain intact, recognizable structures. This pattern of diffuse injury is in stark contrast to what occurred in pigs treated using the Storz SLX. Injury with the SLX was particularly intense in that foci of damage often showed complete disruption of tissue with areas entirely devoid of histologically recognizable structures. These kidneys exhibited a 3- to 4-mm-diameter tunnel-like lesion with a crisp boundary between intact tissue at the periphery and homogenized cellular debris in the interior. In some cases the lesion traversed the full thickness of the renal parenchyma and was continuous with subcapsular haematomas on both the anterior and posterior surfaces of the kidney.

Quantitation of lesion volume (Fig. 5) showed that injury with the SLX was not significantly different from that produced by the HM3. However, the method of assessment we employed does not account for the intensity of injury and cannot discriminate between mild interstitial haemorrhage and frank bleeding into a wound site. The method measures the area of haemorrhage visible in systematically selected tissue sections of known thickness.
from which the volume of the haemorrhagic tissue is calculated [30]. As such, a given area of mild injury in which the interstitium surrounding intact renal structures (i.e. tubules, renal corpuscles) contains extravasated blood cells, an injury that is characteristic of the diffuse lesion with the HM3, will yield the same lesion value as a similar area in which blood has pooled into a void created by homogenization of the parenchyma, as occurred with the SLX.

Why the lesion with the SLX was more focused and more intense than the diffuse injury seen with the HM3 is probably due to multiple factors. In measurements with the FOPH, the focal width of the SLX (≈3 mm) was considerably narrower than that of the HM3 (≈8 mm). Thus, with the SLX the zone of highest acoustic pressure will be directed to a very narrow region. Indeed, the SLX produces the narrowest focal width of any electromagnetic lithotriptor and, among current lithotriptors, only the Wolf Piezolith 3000, a piezoelectric device with selectable focal width capability, can be set to generate a narrower focal zone [14]. Also, SWs were fired at a power setting (PL-9) with the SLX that generated peak pressures (P+ ≈90 MPa, P− ≈−12 MPa) considerably greater than were generated by the HM3 fired at 24 kV (P+ ≈46 MPa, P− ≈−8 MPa). In addition, like other electromagnetic lithotriptors, the SLX delivers exceptionally consistent pulses from shot to shot. By contrast, the performance of caged electrodes of the type used with the HM3 was far less consistent, with irregularities in the path of arc discharge (i.e. spark jitter) producing dramatic fluctuations in acoustic pressures due to mm-scale wandering of the focal zone [14]. That is, the location of the zone of high pressure within the kidney is much more consistent with the SLX than with the HM3. Thus, the lesion created by the SLX might be more focused and more intense than injury caused by the HM3 because the focal zone is narrower, acoustic pressures are higher and successive SWs are more consistently on target.

The shot-to-shot consistency of the SLX could also explain why increasing the dose from 2000 to 4000 SWs did not significantly increase the volume of the lesion (Fig. 5). That is, if the first 2000 SWs were sufficient to cause detectable haemorrhage and with each successive SW the focal zone hit the same region of tissue, the measured lesion at 4000 SWs could yield the same volume. The intensity of the lesion – the completeness of tissue disruption within the focal volume – might be expected to increase as the number of SWs increases, but the measured volume of damage would remain the same.

Although the focused lesion created by the SLX was more pronounced than the injury seen with the HM3, this is not to say that such a lesion is more consequential. Very little is known about the long-term effects of lithotripsy injury regardless of the type of lithotriptor used. Animal studies have shown that SW-induced renal injury leads to parenchymal fibrosis, that scarring is dose-dependent and that a typical clinical dose of 2000 SWs in the pig model can cause atrophy of the renal papilla [1,5,6]. The focal ablation of renal structure as seen with the SLX would surely lead to fibrotic change. Whether this form of injury will result in greater permanent scarring or
greater long-term alterations in renal structure or function than the more diffuse injury seen with the HM3 is not known.

In the present study we used the SLX at its highest power setting (PL-9). Published reports confirm that the SLX and its predecessor, the Modulith SL20, have been used at this setting to treat renal stones [28,35,36]. However, current recommendations for the more recent Storz Modulith SLX-F2 lithotripter are to use the highest setting only for ureteric stones [37]. It is possible that the unique morphological damage from the SLX in the present study was related to the use of the high power setting, and that injury at lower settings could be different. This will have to be ascertained in a future study.

Animal studies with the HM3 have shown that a variety of treatment strategies can be used to reduce the renal injury associated with SWL [12]. As injury is dose-dependent, a reduction in the number of SWs, or treatment at a reduced power setting, will lessen tissue trauma [2,38]. So too will initiating treatment at low power before ramping it up, or instituting a brief pause in treatment after a small priming dose, followed by the main

Slow SW rate is a particularly attractive option in clinical SWL because it is uncomplicated, easy to control and has the added advantage of improved stone breakage outcomes [39]. Previous experimental animal studies of the effect of SW rate on renal injury have all been performed using the HM3. In the current study, however, we observed that slowing the SW rate with the SLX from 120 to 60 SWs/min did not reduce the volume of the haemorrhagic lesion (Fig. 5). Indeed, the histological characteristics of the lesion at 60 SWs/min were not different from the pattern of damage that occurred at 120 SWs/min. That is, like the SLX lesion at faster SW rates, the lesion at 60 SWs/min consisted of a highly focused region of tissue erosion largely devoid of recognizable renal structures (Fig. 3).

The mechanism by which slow SW rate is protective with the HM3 has yet to be determined, so it is difficult to suggest why the tissue response was different with the SLX. Until this can be investigated in much greater detail, one can only assume that just as the intensity of the lesion appears to be dependent on the acoustic characteristics of the lithotripter, so is the renal response to insult. This is not to say that narrow focal width or small focal volume alone prevented a protective response to slow SW rate. It could be, instead, that the high acoustic pressures that were used in these experiments are the key factor – or perhaps narrow focal width and raised pressure work together to mitigate a protective response.

What seems most important is the idea that the renal response to SWs can be affected by the acoustic features of the lithotripter. One would hope that treatment parameters will eventually be identified to allow improved safety regardless of the acoustic output and focal volume of the lithotripter in question.

Measurements of acute changes in renal haemodynamics in SLX-treated animals showed significant reductions from baseline values regardless of the dose of SWs.
timescale. The duration of the positive-pressure phase is longer for waveforms collected off axis. Waveforms are aligned so that the transition from positive to negative pressure is at the zero point on the radius from the axis. The inset shows temporal profiles of SWs at various distances from the acoustic axis. The width (i.e. pressure half-maximum amplitude; dashed lines) of the acoustic field was ≈8 BJU INTERNATIONAL © 2012 BJU INTERNATIONAL © 2012 THE AUTHORS

FIG. 7. PAH extraction (E_{PAH}) at 1 h after treatment with Storz SLX or Dornier HM3 lithotripter. There was no significant difference in measurements of E_{PAH} among groups. N indicates number of animals per group. The asterisk (*) indicates that post-SWL renal function is significantly different from pre-SWL baseline measurements for the group. Data for Dornier HM3 were previously published by Connors et al. [10].

FIG. 8. Renal plasma flow at 1 h after treatment with the Storz SLX or Dornier HM3 lithotripter. There was no significant difference in measurements of RPF among groups. N indicates number of animals per group. The asterisk (*) indicates that post-SWL renal function is significantly different from pre-SWL baseline measurements. Data for Dornier HM3 were previously published by Connors et al. [10].

FIG. 9. Peak positive pressure (P+) at PL-9 as a function of lateral distance off the acoustic axis. The –6 dB width (i.e. pressure half-maximum amplitude; dashed lines) of the acoustic field was ≈2.6 mm (1.3 mm radius from the axis). The inset shows temporal profiles of SWs at various distances from the acoustic axis. Waveforms are aligned so that the transition from positive to negative pressure is at the zero point on the timescale. The duration of the positive-pressure phase is longer for waveforms collected off axis. Comparing waveforms at 0 and 1.25 mm, the P+ declines quickly off-axis: the P+ at 1.25 mm off-axis (~45 MPa) was about half the amplitude recorded at the focus of the lithotripter (90 MPa).

In conclusion, SW treatment in the pig model using a Storz SLX lithotripter operated at similar settings to clinical treatment in SWL created a more focused, more intense lesion than occurred using the Dornier HM3. Tissue damage with the SLX was more severe within the core of the lesion than was seen with the HM3, but the volume of the haemorrhagic lesion was not significantly different for these two lithotriptors. While slowing the SW rate reduced injury with the HM3, this strategy was not protective with the SLX. These findings suggest that the acoustic output and dimensions of the focal zone of a lithotripter affect the severity of renal injury. Further study will be needed to determine the role played by focal width of a lithotripter in the long-term consequences of SWL injury.

ACKNOWLEDGEMENTS

This project was supported by grants from the National Institutes of Health (P01-DK43881 and R01-DK67133). Special thanks are due to Dr Trevor M. Soergel, Metropolitan Urology, Louisville, KY, USA, for making the Storz SLX lithotriptor available for these studies, and to Dr Robin Cleveland for advice on methods for acoustic characterization of the SLX lithotriptor.

CONFLICT OF INTEREST

None declared.

REFERENCES

2 Connors BA, Evan AP, Willis LR,


9 Evan AP, McAteer JA, Connors BA, Blomgren PM, Lingeman JE. Renal injury during shock wave lithotripsy is significantly reduced by slowing the rate of shock wave delivery. *BJU Int* 2007; 100: 624–8


17 Cleveland RO, Anglade R, Babayan RK. Effect of stone motion on in vitro comminution efficiency of the Storz Modulith SLX. *J Endourol* 2004; 18: 629–33


30 Blomgren PM, Connors BA, Lingeman JE, Willis LR, Evan AP. Quantitation of shock wave lithotripsy-induced lesion in small and large pig kidneys. *Anat Rec* 1997; 249: 341–8


Correspondence: Dr Bret A. Connors, Indiana University School of Medicine, Dept of Anatomy and Cell Biology, Medical Science Building, Room 5055, 635 Barnhill Drive, Indianapolis, IN 46202, USA. e-mail: bconnors@iupui.edu

Abbreviations: FRV, functional renal volume; PAH, polycyclic aromatic hydrocarbon; PL-9, power level 9; RPF, renal plasma flow; SEM, standard errors of the mean; SWL, shock wave lithotripsy; SWs, shock waves.